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Abstract
Objective: To identify non- EEG- based signals and algorithms for detection of motor 
and non- motor seizures in people lying in bed during video- EEG (VEEG) monitor-
ing and to test whether these algorithms work in freely moving people during mobile 
EEG recordings.
Methods: Data of three groups of adult people with epilepsy (PwE) were analyzed. 
Group 1 underwent VEEG with additional devices (accelerometry, ECG, electro-
dermal activity); group 2 underwent VEEG; and group 3 underwent mobile EEG 
recordings both including one- lead ECG. All seizure types were analyzed. Feature 
extraction and machine- learning techniques were applied to develop seizure detec-
tion algorithms. Performance was expressed as sensitivity, precision, F1 score, and 
false positives per 24 hours.
Results: The algorithms were developed in group 1 (35 PwE, 33 seizures) and 
achieved best results (F1 score 56%, sensitivity 67%, precision 45%, false positives 
0.7/24 hours) when ECG features alone were used, with no improvement by includ-
ing accelerometry and electrodermal activity. In group 2 (97 PwE, 255 seizures), 
this ECG- based algorithm largely achieved the same performance (F1 score 51%, 
sensitivity 39%, precision 73%, false positives 0.4/24 hours). In group 3 (30 PwE, 
51 seizures), the same ECG- based algorithm failed to meet up with the performance 
in groups 1 and 2 (F1 score 27%, sensitivity 31%, precision 23%, false positives 
1.2/24 hours). ECG- based algorithms were also separately trained on data of groups 
2 and 3 and tested on the data of the other groups, yielding maximal F1 scores be-
tween 8% and 26%.
Significance: Our results suggest that algorithms based on ECG features alone can 
provide clinically meaningful performance for automatic detection of all seizure 
types. Our study also underscores that the circumstances under which such algo-
rithms were developed, and the selection of the training and test data sets need to be 
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1 |  INTRODUCTION
About one third of people with epilepsy (PwE) has recur-
rent seizures despite regular intake of anti- seizure drugs.1 
Counseling of PwE requires a reasonable estimate of sei-
zure frequency. To this end, PwE or their relatives and 
caretakers commonly keep an electronic or paper diary 
documenting seizure occurrence. A considerable propor-
tion of PwE, however, are not aware of their seizures, for-
get them, or do not document them for other reasons.2,3 
Thus, self- reported seizure diaries are unreliable tools for 
both daily clinical practice as well as clinical trials to as-
sess efficacies of anti- seizure treatments. Assistive tech-
nologies may help PwE to increase correctness of seizure 
documentation and adjustment of anti- seizure treatments. 
Recording of electrical brain activity using surface or in-
tracranial EEG electrodes is the gold standard for seizure 
detection but are not suitable for all patients and all seizure 
types. For instance, implantable intracranial EEG record-
ing systems require surgery and are limited to small brain 
areas.4 Furthermore, PwE appear to prefer non- invasive 
and removable detection devices as stated in a previous 
survey.5
Alternative options are wearable devices equipped with 
various sensor technologies capturing seizure- related activ-
ities outside the brain such as wrist sensors, chest belts, in- 
ear sensors, and others. Previous studies have already proven 
that automatic seizure detection with reasonable performance 
is feasible particularly in seizures with predominant motor 
symptoms (eg, tonic seizures, focal to bilateral tonic- clonic 
seizure, and generalized tonic- clonic seizures) and the use 
of sensors based on accelerometry (ACC) or electromy-
ography.6,7 The detection of auras or typical temporal lobe 
seizures without major motor phenomena, however, is still 
challenging. Previous studies have investigated alterations of 
autonomic functions such as heart rate (HR) and electroder-
mal activity (EDA) in response to seizures with an increase 
of HR by more than 50% in about 80%- 90% of focal seizures 
as well as a rise in EDA.8- 10
Here, we hypothesized that most types of epileptic sei-
zures can be detected by analysis of seizure- related non- 
EEG- based biosignals with appropriate algorithms and that 
the conditions under which the algorithms were developed 
to determine their applicability. To address these issues, we 
developed detection algorithms in PwE during VEEG mon-
itoring while lying in bed and equipped with an ECG sensor 
alongside with three ACC sensors and palm electrodes for 
recording of EDA. The resulting algorithms were then tested 
in two separate patient groups (one group lying in bed and the 
other group moving freely around).
2 |  METHODS
2.1 | Patients
Adult patients aged 18 years or older with refractory epilepsy 
who underwent VEEG monitoring in the Department of 
Epileptology in Bonn for non- invasive presurgical evaluation, 
syndrome diagnosis, or monitoring of seizure control were in-
cluded in the study. The routine diagnostics in most patients 
of groups 1 and 2 comprised cerebral 3 Tesla MRI, neuropsy-
chological testing, and continuous VEEG monitoring using 
non- invasive scalp- EEG recordings (Micromed®  system). 
Patients of group 3 underwent mobile scalp- EEG record-
ings (Micromed® system). A modified lead- I- ECG with two 
considered and limit the application of such systems to unseen patient groups behav-
ing in different conditions.
K E Y W O R D S
accelerometry, ECG, electrodermal activity, mobile EEG, seizure detection
Key Points
• The performance of non- EEG- based signals and 
algorithms for detection of motor and non- motor 
seizures was tested in 3 distinct groups.
• ECG- derived algorithms alone provided mean-
ingful performance for automatic detection of all 
seizure types.
• Performance metrics were dependent on the cir-
cumstances under which the algorithms were 
developed.
• The selection of the training and test data sets 
had a strong impact on the performance of the 
algorithms.
• The development of seizure detection devices re-
quires prospective validation in different condi-
tions and independent patient groups.
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adhesive chest electrodes was recorded simultaneously in all 
patients as part of the routine during VEEG and mobile EEG 
recordings. Details on patient and seizure characteristics are 
summarized in Tables 1 and 2.
2.2 | Wearable devices
In addition to the standard EEG and ECG electrodes 
during VEEG and mobile EEG recordings, patients 
of group 1 were equipped with wearable devices pro-
vided by MoviSens GmbH (Karlsruhe, Germany) dur-
ing VEEG controlled recording of epileptic seizures. A 
device (EcgMove) attached to the chest (Figure 1A) al-
lowed recordings of ECG and acceleration of the trunk, 
a second device (EdaMove) was attached to both wrists 
(Figure  1B), allowing measurement of acceleration of 
arm movements and EDA. Sample rates were 64 Hz for 
the acceleration signals, 1024 Hz for the ECG, and 32 Hz 
for the EDA.
Group 1 Group 2 Group 3 P- value
Number of patients 35 97 30
Age in years (mean, 
95% CI)
36 (32- 41) 39 (37- 42) 39 (33- 44) .58
Epilepsy duration in 
years
17 (13- 21) 13 (11- 16) 18 (13- 24) .09
Sex Female 19/54.3% 56/57.7% 8/26.7% .011





Unknown 6/17.14% 11/11.3% 0 .039
Generalized 0 8/8.2% 6/20%
Frontal 4/11.4% 7/7.2% 0
Temporal 23/65.7% 58/59.8% 20/66.7%
Parietal 1/2.9% 1/1% 0
Occipital 0 1/1% 1/3.3%
Insular 1/2.9% 0 0
Hemispheric 0 2/2.1% 2/6.7%
Multifocal 0 4/4.1% 1/3.3%
Psychogenic 0 5/5.2% 0


















Posttraumatic 0 1/0.6% 0
Tumor 3/8.6% 4/6% 3/10%
Postinfectious 0 2/2.1% 0
Vascular 1/2.9% 4/4.1% 3/10%




Significant values with P ≤ .05 are marked in bold.
T A B L E  1  Characteristics of the patient 
groups. Categorical variables (sex, seizure 
onset zone, etiology) were compared 
with chi- square tests; metric variables 
were compared with ANOVA tests and 
Bonferroni corrections
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T A B L E  2  Number and duration of seizures. The seizure durations were compared with ANOVA tests and Bonferroni corrections
Seizure type
Seizure number/mean duration (min- max)
Group 1 Group 2 Group 3
P- value 
(duration)
Focal aware non- motor seizures (FANMS) 3/134 s (97- 184) 22/149 s (10- 549) 22/48 s (18- 139) .025
Focal aware motor seizures (FAMS) 0/n.a. 77/40 s (2- 134) 0/n.a. n.a.
Focal impaired awareness motor seizures (FIAMS) 0/n.a. 8/114 s (54- 200) 7/73 s (38- 166) .15
Focal impaired awareness non- motor seizures 
(FIANMS)
25/59 s (19- 120) 101/94 s (3- 560) 11/64 s (28- 255) .05
Focal to bilateral tonic- clonic seizures (FBTCS) 4/261 s (115- 658) 15/224 s (66- 954) 1/187 s .94
Generalized- onset tonic- clonic seizure (GTCS) 1/90 s 2/93 s (93- 93) 1/111 s    0
Generalized- onset motor seizures (GMS) 0/n.a. 24/16 s (1- 65) 2/43 s (26- 61) .04
Generalized absence seizures (GAS) 0/n.a. 3/13 s (8- 22) 0/n.a. n.a.
Unclassified seizures 0/n.a. 3/36 s (22- 61) 7/67 s (24- 114) .22
Abbreviation: n.a., not applicable.
Significant values with P ≤ .05 are marked in bold.
F I G U R E  1  MoviSens sensor units. 
Patients of group 1 only were equipped 
with three portable and wearable devices. 
A, One device was attached to the chest and 
allowed recordings of ECG and acceleration 
of the body. B, Two devices were attached 
to both wrists, allowing measurement of 
acceleration of arm movements and EDA
F I G U R E  2  The windowing concept 
and concurrent recording from different 
modalities. The upper time series displays 
ECG data, the middle signal EDA, and 
the traces the ACC data from three axes. 
For any time point of interest (‘event’), 
a 10- s window, a 5- min window before 
the time point, and a 5- min window after 
the time point were considered for feature 
extraction. All features will be the combined 
to represent a seizure event in a multi- 
dimensional space
   | 601JAHANBEKAM Et Al.
2.3 | Seizure detection algorithms
The algorithms were derived from analysis of data in patient 
group 1 (training data set) and applied to data obtained in 
patients of groups 2 and 3 (distinct test data sets) to assess 
the performance and its value for unseen patients and condi-
tions. To quantify seizure- related signal changes across dif-
ferent sensors, multiple features from each modality (ACC, 
EDA, and ECG in group 1) were calculated. Three sliding 
windows shifted over the respective signals along the time 
axis in 10  s- steps to account for variable seizure duration 
and to fully characterize seizure- related alterations as fol-
lows (Figure 2):
1. Pre- event window: 5- min (300  s) window to assess 
long- term changes before a time point of interest.
2. Post- event window: 5- min (300  s) window to assess 
long- term changes after a time point of interest.
3. Event window: 10- s window to assess instantaneous 
changes at a given time point of interest (‘event’).
2.3.1 | Training on data of patient group 1
For each of three windows of three ACC signals, the follow-
ing features were measured: average displacement, standard 
deviation of displacement, average velocity, standard devia-
tion of velocity, average acceleration, and standard devia-
tion of acceleration. The following features were determined 
for the three shifting time windows of the two EDA signals: 
mean of EDA, standard deviation of EDA, mean of first devi-
ation of EDA, and standard deviation of first deviation EDA. 
ECG signals were treated in a more complex manner. A total 
of 105 basic as well as time and frequency domain features 
of HR variability (HRV) were derived from RR intervals 
(RRI) determined with an R- peak detection algorithm as fol-
lows: HR per min, mean of RRI, standard deviation of RRI 
(SDNN), maximum of RRI, minimum of RRI, root- mean- 
square of successive differences of RRI (RMSSD), Shannon 
entropy of RRI, total power spectral density (PSD), very low 
frequency (VLF) of PSD in [0.003 0.04] Hz, low frequency 
(LF) of PSD of RRI in [0.04 0.15] Hz, high frequency (HF) 
of PSD of RRI in [0.15 0.4] Hz, Cardiac Vagal Index (CVI), 
Cardiac Sympathetic Index (CSI), NN50, pNN50, and fold 
variation of HR in two consecutive minutes. In addition to 
the determination of the ECG features alone, the difference 
of pre- ictal versus post- ictal features was calculated for 23 
selected ECG features. See also Table S1 for more details.
To better identify time windows during putative epileptic 
seizures and to limit the number of false positives, a filtering 
function was arbitrarily set (ie, relative HR increase by 1.2 
within a 1- min time window as compared to the 1 min before; 
Figure 3). The windows that survived the filtering procedure 
were fed to the classifier. To stratify the patterns into their 
respective correct class (seizure versus non- seizure), the 
Random Forest (RF) classifier was used because this model 
was shown to be appropriate for data which are widely scat-
tered in the feature space.11 The probability threshold was set 
to 20% to increase the sensitivity of our system at the cost of 
more false alarms.
Multimodal recordings were only acquired and tested in 
patients of group 1. The algorithms included a variable set 
of modalities in different combinations (ie, ECG alone; ECG 
and EDA; ECG and ACC; ECG, EDA, and ACC). To evalu-
ate the performance of seizure detection algorithms, a five-
fold cross- validation scheme was conducted. To that end, the 
data of group 1 were divided into five portions; four of them 
were used for training and one data portion for testing (80/20 
split) to determine performance metrics. This procedure was 
repeated four times more to cover the other combinations 
so that all the five portions were used only once for testing. 
Then, the performance measures of all five procedures were 
averaged, which yielded the final performance metrics in the 
results section.
2.3.2 | Training on data of patient groups 
2 and 3
We also wanted to explore the impact of different training 
data sets on the test performances. To that end, ECG- based 
algorithms (including the 105 HRV features only, see Table 
S1) were trained as outlined above, using data of patient 
groups 2 and 3, respectively, and tested on each of the two 
F I G U R E  3  Inclusion rate of events depends on heart rate 
thresholds. The graph shows that the proportion of correctly labeled 
events (ie, seizures, in red) when choosing a filter threshold of 1.2- fold 
HR increase is well above 90%, while the proportion of falsely labeled 
events (in blue) drops below 5%
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unseen data sets. ACC and EDA data were not recorded in 
these patients.
2.4 | Statistics and ethics
Comparison of patient and seizure characteristics was per-
formed using chi- square tests for categorical variables (sex, 
seizure onset zone, etiology) and ANOVA tests for metric 
variables; Bonferroni corrections were applied. Performance 
metrics are reported as sensitivity (also called recall; de-
fined as the proportion of actual positives that are cor-
rectly identified as such), precision (also called positive 
predictive value; defined as the proportion of actual posi-
tives among the retrieved events), F1 score (defined as 2× 
precision ×sensitivity)/(precision  +  sensitivity), and false 
alarms per 24 hours. The part of the study including patients 
of group 1 has been approved by the local medical ethics 
committee (Ethikkommission der Medizinischen Fakultät 
der Rheinischen Friedrich- Wilhelms- Universität Bonn, No. 
140/13). Patients of group 2 were part of another prospec-
tive study for seizure detection which has been approved by 
the local medical ethics committee (no. 355/16). All patients 
of groups 1 and 2 gave informed consent for their participa-
tion prior to recordings. All data of patients in group 3 were 
collected during standard clinical care, so that additional in-
formed patient consensus was not required, as approved by 
the local medical ethics committee (no. 352/12).
3 |  RESULTS
3.1 | Development of seizure detection 
algorithms in patient group 1
In group 1, a total of 33 seizures were recorded in 35 pa-
tients. Since many seizures do not display overt motor 
symptoms on the one hand, and changes in HR are not 
specific and occur in many instances on the other hand, we 
systematically explored the impact of relative HR changes 
on the proportion of correctly identified seizures and the 
exclusion of non- seizure events. It turned out that a thresh-
old of 1.2- fold HR increase results in a reasonable inclusion 
of truly positive events (ie, seizures) and the exclusion of 
most non- seizure events that are related with an increased 
HR (Figure 3). This HR filter was arbitrarily set to all data 
that were fed into the classifier.
A total of 225 features (derived from ECG, EDA, and 
accelerometry) were determined and fed into the machine- 
learning algorithms (see Table S1). The algorithm with the 
best results was achieved when 105 HRV features extracted 
from ECG alone were used (see Table S1). In a total recording 
time of 1030 hours, 22 seizures were correctly identified and 
30 events were falsely labeled as seizures. This results in a 
maximal F1 score of 55.6%, a sensitivity of 66.9%, and a pre-
cision of 44.7% (see Figure 4) with no further improvement 
by considering the other two modalities (ACC, EDA). False 
alarms amounted to 0.7 per 24 hours. We have conducted a 
feature search approach based on two- sample t test to check 
for the information every ECG- feature carries. A selection of 
the most relevant features is listed in Table 3.
3.2 | Validation of seizure detection 
algorithms in patient group 2
The ECG- based algorithms (105 HRV features only, see Table 
S1) were validated in a separate patient group with 97 patients 
with VEEG (and routine one- lead ECG) who were bound to 
bed and who had a total of 255 seizures. HR threshold was set 
to 1.2; recordings from group 2 were used as training and test 
data sets. Patient and seizure characteristics are summarized 
in Tables 1 and 2. In a total recording time of 1827 hours, 99 
seizures were correctly identified and 30 events were falsely 
labeled as seizures. This results in a maximal F1 score of 51%, 
a sensitivity of 39%, and a precision of 73% (see Figure 4). 
False alarms amounted to 0.4 per 24 hours.
3.3 | Testing of seizure detection algorithms 
in patient group 3
The same ECG- based algorithms (105 HRV features only, 
see Table S1) were applied in group 3 consisting of patients 
with mobile EEG (and routine one- lead ECG), allowing them 
F I G U R E  4  Performance metrics of the algorithm developed with 
data of group 1 in all 3 patient groups. While the F1 score in groups 1 
and 2 was similar, sensitivity and precision differed. In patient group 
3, all performance metrics were considerably lower as compared to the 
groups 1 and 2
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to move freely on the ward. HR threshold was set to 1.2, re-
cordings from group 1 were used as training data set, and 
recordings from group 3 were used as test data set. Patient 
and seizure characteristics are summarized in Tables 1 and 
2. Thirty patients had a total of 51 seizures. In a total record-
ing time of 758 hours, 16 seizures were correctly identified, 
and 38 events were falsely labeled as seizures. This results in 
a maximal F1 score of 26.5%, a sensitivity of 31.4%, and a 
precision of 22.9% (see Figure 4). False alarms amounted to 
1.2 per 24 hours.
3.4 | Performance of ECG- based algorithm 
trained and tested in different scenarios
To investigate to what extent the performance metrics de-
pends on the variation of the training and unseen test data 
sets, ECG- based algorithms (105 HRV features only, see 
Table S1) were also separately trained on data of groups 2 
and 3 and tested on the data of the two remaining patient 
groups, respectively. This variation of the training and test 
data sets yielded different maximal F1 score between 8% and 
26%, depending on the specific constellation (Table 4).
4 |  DISCUSSION
In the present study, we have tested in three independent 
patient groups whether different seizure types, particularly 
focal impaired awareness seizures without predominant 
motor symptoms, can be detected using non- EEG- based bi-
osignals. Our results suggest that ECG features alone can 
principally provide a clinically meaningful performance for 
automatic detection of all types of epileptic seizures, but also 
underscores that the circumstances under which such algo-
rithms were developed and the question of whether training 
and test data sets were taken from different patient groups 
(ie, distinct, and independent), limit the application of such 
systems to unseen patient groups behaving in different condi-
tions (Figure 4; Table 4).
4.1 | Study limitations
Firstly, we have prospectively collected seizure- related 
data (EDA, ECG, ACC) in a subgroup of patients (group 1) 
with the goal of developing algorithms for automatic real- 
time seizure detection. However, pre- defined algorithms 
DiffHeartBeatPrePost Difference of heart rate, pre- event vs. post- event
DiffMeanRRIntervalPrePost Difference of average RRI, pre- event vs post- event
DiffEntropyRRIntervalPrePost Difference of entropy of RRI, pre- event vs post- event
DiffCVIPrePost Difference of CVI, pre- event vs post- event
DiffCSIPrePost Difference of CSI, pre- event vs post- event
DiffRRIPSDVLFPrePost Difference of PSD of RRI in VLF, pre- event vs 
post- event
DiffRRIPSDLFPrePost Difference of PSD of RRI in LF, pre- event vs post- event
DiffRRIPSDHFPrePost Difference of PSD of RRI in HF, pre- event vs post- event
DiffRRIPSDTotalPowerPrePost Difference of PSD of RRI in all freq., pre- event vs 
post- event
DiffRRIPSDPowerRatioPrePost Difference of PSD of RRI in power ratio, pre- event vs 
post- event
DiffNN50PrePost Difference of NN50, pre- event vs post- event
DiffPNN50PrePost Difference of PNN50, pre- event vs post- event
ecgRelHR Relative heart rate fold change
T A B L E  3  Most relevant ECG- based 












Group 1 Group 3 40 19 26 3
Group 1 Group 2 29 6 10 2
Group 2 Group 3 34.6 15 21 3.1
Group 2 Group 1 4 60 8 0.08
Group 3 Group 1 62.8 6.2 11.2 5.1
Group 3 Group 2 29.2 5.9 9.9 2.4
T A B L E  4  Performance of ECG- based 
algorithms with separate training and test 
data sets yielded low performance. ECG- 
based algorithms were separately trained on 
data of patient groups 1, 2, or 3 (as indicated 
column 1) and tested on the respective 
remaining groups (as indicated in column 2)
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were not prospectively applied and thus the performance 
of real- time seizure detection was not explicitly tested. 
Instead, we have applied this algorithm to two separate 
sets of data (groups 2 and 3) to estimate its performance. 
Secondly, we have applied event filtering (ie, set thresh-
olds for relative HR changes) to reduce complexity for 
machine learning and to increase the performance. This 
is an established strategy but is likely to decrease sensi-
tivity even the threshold is rather moderate (minimal HR 
change of 20% required to pass the filter).12 Thirdly, due 
to the retrospective design only limited interictal ECG data 
were available for patients of group 2 (in most patients 
only 24 hours) and group 3 (only 24 or 48 hours), so that 
the number of false- positive alarms per patient tends to 
be underestimated. Fourthly, our patient groups were not 
matched with respect to demographic and epilepsy- related 
features, but the composition of the groups displayed 
significant differences. This might have influenced the 
performance of the algorithms to some extent but is un-
likely to be a major physiologic confounder with respect 
to seizure- related HR increases. Finally, we have included 
only adult patients, limiting the generalizability of our re-
sults to pediatric populations.
4.2 | Performance metrics in general and 
compared to previous studies
Seizure detection devices and their performances were 
previously reviewed by several groups.13,14 In contrast 
to our study, most studies aimed at the detection of sei-
zures with major motor symptoms including generalized 
convulsive seizures (ie, focal to bilateral tonic- clonic sei-
zures or generalized tonic- clonic seizures) and therefore 
mostly used devices targeting movements of extremities 
or electric muscle activity. Prospectively tested devices 
for generalized convulsive seizures or major seizures 
(defined as tonic- clonic, generalized tonic with duration 
>30 s, hyperkinetic, or others, including clusters >30 min 
of short myoclonic/tonic seizures) achieved F1 scores 
amounting to 86%- 95%.6,7,15 Seven studies investigated 
(or have specified to investigate) focal impaired aware-
ness seizures, of which 2 studies used a mobile EEG de-
vice.16,17 In one of the five remaining studies, the authors 
used a combined device with EDA and ACC attached to 
the wrist and showed that significant EDA increases oc-
curred in association with focal impaired awareness sei-
zures, but more pronounced following focal to bilateral 
tonic- clonic seizures.10,18 Performance metrics, however, 
were not given. In another study, the authors have ana-
lyzed a total recording time of 701  hours including 47 
seizures (mostly focal impaired awareness seizures) in 11 
patients, using ECG and photopletysmography devices.19 
They yielded a sensitivity of 70% and 57% with ECG and 
photopletysmography, respectively, with 2.11 and 1.92 
false alarms per hour, respectively, giving a F1 score of 
4% and 2%. In a further study, nocturnal non- motor focal 
seizures of temporal and frontal lobe onset with a dura-
tion of at least 20  s (probably mostly containing focal 
impaired awareness seizures) were investigated with the 
help of ECG data only.12 The authors yielded a sensitiv-
ity of 83% (24 of 29 focal seizures were detected) using 
an individualized, patient- dependent algorithm based on 
two HR features; the false- positive alarms amounted to 
5.36 per night for temporal lobe seizures, roughly giving 
an F1 score of 44%. In comparison with our results, their 
algorithm has performed better with respect to the sensi-
tivity, but the false positives appear to be more frequent. 
As the authors have selected nocturnal ECG data only and 
seizures lasting longer than 20 s, the true number of false 
positives produced by their algorithm might be higher, 
as the number of false positives related to daily activi-
ties and HR increases related to short nocturnal arousals 
are excluded by their event filtering strategy. At the same 
time, sensitivity might be lowered in the case of short- 
lasting seizures. In two recent clinical studies, algorithms 
for detection of focal seizures without predominant motor 
symptoms (ie, nonconvulsive seizures) were developed 
based on HRV features and prospectively tested.20,21 Of 
100 consecutively recruited patients during VEEG, 43 
had a total of 126 (108 nonconvulsive and 18 convulsive) 
seizures.20 The best algorithm combined a HRV measure 
of sympathetic activity and a measure of velocity of HR 
changes. In about 54% of the patients, at least 66% of the 
seizures were detected. In this subgroup, detection sensi-
tivity amounted to 93% for all seizures and 91% for focal 
seizures, false- alarm rate was 1 per 24 hours (and 0.11/
night). Importantly, the authors reported that a seizure- 
related HR increase of >50 beats per min predicted good 
performance of the HRV- based algorithm (positive pre-
dictive value of 87%, negative predictive value of 90%).20 
This HRV- based algorithm was prospectively tested in 
selected 19 patients undergoing VEEG: All 8 focal im-
paired awareness seizures were detected, and 2 of 4 focal 
aware seizures, underscoring the potential of ECG- based 
algorithms for detection of focal seizures after careful and 
clinically reasonable patient selection.21
4.3 | Clinical impact and outlook
As compared to the previous studies investigating focal, im-
paired awareness seizures,12,19- 21 our algorithms performed 
fairly well if the unseen ECG data were recorded under the 
same circumstances (ie, in people lying in bed) and without 
selecting specific patient groups (eg, based on extend of 
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seizure- related HR changes, or seizure duration and day-
time of onset). In unseen and freely behaving subjects, the 
detection algorithms performed, however, less well, under-
scoring the need for a clear distinction of training and test 
data sets on the one hand, and clinical trials under realistic 
conditions at home on the other hand, as recently suggested 
by Beniczky and Ryvlin in 2018.22 When evaluating the 
use of a system for automatic seizure detection, one needs 
also to consider the performance of self- reported seizure 
documentation, which appear to yield F1 scores around 
50%, which may set the threshold for the added value of 
an automatic detection device.13 Furthermore, a proportion 
of seizures does not go along with relevant HR increases 
or display variable and dynamic HR patterns, thus limit-
ing the applicability of HR- based detection systems.8,23 As 
previously suggested a patient- dependent personalized al-
gorithm which takes into account individual seizure- related 
autonomic patterns and which is tested during daily life ac-
tivities might be the way forward to develop reliable auto-
matic seizure detection systems for a broad range of seizure 
types including focal impaired awareness seizures.12,24
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